Bruker AV-III 400

- SampleJet
- Anti-Vibration Legs
- Air Chiller
- Preamplifier
No sample in magnet
Load Sample (1 of 3)

Select Sample

-  

Idle

OK

0

<—
Load Sample (2 of 3)

Selecting Sample 45

Busy
Load Sample (3 of 3)

Sample 45 selected.

Select Sample  
Done

Idle
“Back Door” of SampleJet

He Towers
View from Rear

- Robot Arm
- Sample Tube
- Shuttle
- BST: Bruker
- Sample Transport
View from Rear
“TMC” Anti-Vibration Leg
Oxygen Monitor
Uninterrupted Power Supply (UPS)
Inside the Console Door

- DRU RXAD REF SGU SGU
- IPSO
- MAS Pneumatics (Solids)
- Power (Pulse) Amplifiers
- BSMS: Shims, Lock, Gradient